The shocking lung mass: a case report.
Two years after implantation of an ICD with epicardial patch leads, a patient presented with hemoptysis. The posterior left ventricular patch was found to have eroded into lingular segmental bronchus. During thoracotomy, the hardware was removed and the bronchus successfully repaired.